1. Introduction {#sec1-sensors-19-02076}
===============

Gas sensors are used in a variety of scientific, industrial and commercial applications \[[@B1-sensors-19-02076]\]. Among various sensing techniques \[[@B2-sensors-19-02076]\], sensors based on the interaction of light with gas molecules \[[@B3-sensors-19-02076]\], can offer high sensitivity \[[@B4-sensors-19-02076],[@B5-sensors-19-02076]\], and long-term operation stability \[[@B5-sensors-19-02076]\]. In addition, they have longer lifetimes and shorter response times \[[@B3-sensors-19-02076],[@B6-sensors-19-02076]\], compared to other techniques \[[@B2-sensors-19-02076]\], making them suitable for real-time \[[@B7-sensors-19-02076]\], and in situ \[[@B8-sensors-19-02076]\] detection. Most optical gas sensors rely on absorption spectroscopy \[[@B3-sensors-19-02076]\], where a gas is detected by measuring the light absorbed (due to its interaction with the gas) as a function of wavelength \[[@B9-sensors-19-02076]\]. Many important organic and inorganic molecules \[[@B9-sensors-19-02076]\] have characteristic absorption lines in the mid-infrared (MIR) spectral region ($\lambda \sim$ 2--20 $\mathsf{\mu}$m) ([Figure 1](#sensors-19-02076-f001){ref-type="fig"}) \[[@B10-sensors-19-02076]\], corresponding to fundamental vibrational and rotational energy transitions \[[@B9-sensors-19-02076]\]. The MIR fundamental transitions have stronger line strengths than their overtones, typically used in the visible and near-IR regions \[[@B9-sensors-19-02076],[@B10-sensors-19-02076]\]. In addition, spectra are less congested, allowing selective spectroscopic detection of many molecules \[[@B9-sensors-19-02076],[@B10-sensors-19-02076]\]. This molecular "fingerprinting" capability makes MIR gas sensors highly desirable for an increasing number of applications involving chemical analysis, such as industrial process control \[[@B11-sensors-19-02076],[@B12-sensors-19-02076],[@B13-sensors-19-02076]\], environmental monitoring \[[@B14-sensors-19-02076],[@B15-sensors-19-02076]\], and medical diagnosis \[[@B16-sensors-19-02076]\].

With the emerging trend in miniaturization of optical devices based on integration on-chip \[[@B17-sensors-19-02076]\], numerous possibilities are expected for optical gas sensors integrated into smartphones, tablets, wearable and medical devices \[[@B18-sensors-19-02076]\]. Applications such as breath analysis \[[@B16-sensors-19-02076],[@B19-sensors-19-02076],[@B20-sensors-19-02076]\], body tissue and fluid analysis \[[@B21-sensors-19-02076]\], food quality control \[[@B22-sensors-19-02076],[@B23-sensors-19-02076],[@B24-sensors-19-02076]\], identification of impurities or counterfeits \[[@B25-sensors-19-02076]\], or measurement of surfaces, detection of contaminants or identification of solids \[[@B26-sensors-19-02076],[@B27-sensors-19-02076]\] are expected to increase rapidly. Such markets can only be addressed with low-cost, highly reliable and sensitive, and highly compact and stable sensors. In addition, ultra-low power consumption is needed, e.g., to operate such sensors in mobile devices \[[@B28-sensors-19-02076],[@B29-sensors-19-02076]\] or wireless networks \[[@B30-sensors-19-02076]\], power levels below 1 mW are required, at suitably low-costs, less than \$2 \[[@B18-sensors-19-02076],[@B30-sensors-19-02076],[@B31-sensors-19-02076]\]. These requirements can be met in integrated optical systems \[[@B17-sensors-19-02076],[@B32-sensors-19-02076]\], by combining miniaturized optical components \[[@B33-sensors-19-02076]\] and waveguides \[[@B34-sensors-19-02076]\] into highly condensed devices. Integration technologies based on complementary metal-oxide semiconductor (CMOS) processes have clear advantages in size, and power \[[@B31-sensors-19-02076],[@B35-sensors-19-02076],[@B36-sensors-19-02076]\], with the possibility of cost reduction leveraging standard high-volume manufacturing for applications such as integration with consumer electronics \[[@B31-sensors-19-02076]\], or sensor networks for the internet of things (IoT) \[[@B15-sensors-19-02076],[@B30-sensors-19-02076]\].

The core of an optical gas sensor is a light source with emission in the range of interest \[[@B3-sensors-19-02076]\]. In addition, dedicated filtering and detection mechanisms are needed \[[@B3-sensors-19-02076]\]. Development of new light sources (e.g., quantum cascade lasers (QCLs) \[[@B37-sensors-19-02076],[@B38-sensors-19-02076]\], light emitting diodes (LEDs) \[[@B39-sensors-19-02076],[@B40-sensors-19-02076]\], and micro-electro-mechanical systems (MEMS)-based thermal emitters \[[@B41-sensors-19-02076],[@B42-sensors-19-02076],[@B43-sensors-19-02076]\]), and detection techniques (e.g., optical \[[@B3-sensors-19-02076]\], and acoustic \[[@B44-sensors-19-02076]\]) have changed the outlook of optical gas sensors over the past two decades. These advancements, in particular the realization of new MIR sources \[[@B45-sensors-19-02076]\], combined with the increasing needs to develop new innovative technologies for healthcare, digital services and other innovation \[[@B46-sensors-19-02076]\], are driving optical gas sensors towards low-cost, mainstream applications \[[@B15-sensors-19-02076],[@B19-sensors-19-02076]\]. Gas sensors based on optical detectors, have been demonstrated for various applications (e.g., breath analysis \[[@B19-sensors-19-02076],[@B47-sensors-19-02076]\], indoor air quality (IAQ) \[[@B48-sensors-19-02076]\], or pollution control \[[@B49-sensors-19-02076]\]). Photoacoustic sensors, using highly-sensitive MEMS microphones, have also emerged as compact, low-cost sensors with high sensitivity and stable operation \[[@B44-sensors-19-02076],[@B50-sensors-19-02076],[@B51-sensors-19-02076]\]. Nevertheless, current optical gas sensing technologies still suffer from drawbacks, e.g., QCLs are expensive complex heterostructures \[[@B37-sensors-19-02076],[@B38-sensors-19-02076]\], LEDs have limited emission for $\lambda$ \> 5 $\mathsf{\mu}$m \[[@B39-sensors-19-02076]\], and MEMS micro-heaters suffer from poor emissivity \[[@B52-sensors-19-02076]\]. In addition, long (∼cm \[[@B3-sensors-19-02076]\]) optical interaction pathlengths are required to increase the sensor signal response. These limitations motivate research on new materials, novel designs and technologies. Here, we review recent developments towards the miniaturization and integration of optical gas sensors, with a focus on low-cost and low-power consumption devices.

2. Optical Gas Sensor Topologies {#sec2-sensors-19-02076}
================================

Most optical gas sensors rely on the Beer-Lambert's law \[[@B9-sensors-19-02076]\], where a gas is detected according to the relation $I\left( \lambda \right) = I_{0}\left( \lambda \right)e^{- \alpha(\lambda)cl}$: where $I\left( \lambda \right)$ and $I_{0}\left( \lambda \right)$ \[W/m${}^{2}$\] are the detected and emitted optical intensities at the wavelength $\lambda$, respectively; $\alpha\left( \lambda \right)$ \[L/gm\] is the gas absorption coefficient; *c* \[g/L\] is the gas concentration; and *l* \[m\] is the light-gas interaction pathlength. A typical sensor (depicted in [Figure 2](#sensors-19-02076-f002){ref-type="fig"}), is comprised of: (i) an emitter to generate $I_{0}\left( \lambda \right)$, (ii) an optical path, *l* (gas cell), to guide light to interact with the gas, (iii) an optical filter to select the range of wavelengths ($\lambda$) characteristic to the gas target, and (iv) a detector to detect the absorbed light, $I\left( \lambda \right)$. A common technique relies on nondispersive sensing, where unfiltered light is used to interact with the gas \[[@B3-sensors-19-02076],[@B6-sensors-19-02076]\]. Nondispersive gas sensors allow selective detection (with $\lambda$), by filtering the detected light based on the characteristic absorption spectra, $\alpha\left( \lambda \right)$, of the molecular species \[[@B9-sensors-19-02076]\]. Sensors configured with IR emitters and detectors, are traditionally known as nondispersive IR (NDIR) sensors \[[@B3-sensors-19-02076]\], although variations for other spectral regions, or for configurations with acoustic instead of optical detectors \[[@B3-sensors-19-02076]\], share the same operating principle based on the Beer--Lambert's law \[[@B9-sensors-19-02076]\].

Various topologies have been implemented to fabricate optical gas sensors ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}), with the most commonly used based on gas cells formed between face-to-face configured emitters and optical detectors \[[@B48-sensors-19-02076],[@B53-sensors-19-02076],[@B54-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}a--c,e). Strategies to miniaturize the gas cell include: the use of enhancement layers, such as photonic crystals \[[@B55-sensors-19-02076]\], optical cavities \[[@B56-sensors-19-02076]\], multi-pass cells \[[@B57-sensors-19-02076]\], or gas enrichment layers \[[@B58-sensors-19-02076]\], to increase the light-gas interaction ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}c); planar configurations of emitters and detectors \[[@B44-sensors-19-02076],[@B59-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}f); or use of waveguides for evanescent-field interaction \[[@B60-sensors-19-02076],[@B61-sensors-19-02076],[@B62-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}g). The absorbed light, $\sim I\left( \lambda \right)$, is typically detected via an optical detector such as a photodiode \[[@B47-sensors-19-02076]\], thermopile \[[@B63-sensors-19-02076]\], or pyroelectric \[[@B64-sensors-19-02076]\], or an acoustic detector such as a microphone \[[@B44-sensors-19-02076]\]. The sensor response signal, $\sim I\left( \lambda \right)$, is typically extracted by means of a lock-in detection technique, from a known frequency used to modulate the emitter \[[@B19-sensors-19-02076],[@B65-sensors-19-02076]\]. A reference detector is often used to compensate for changes in the emitted light \[[@B40-sensors-19-02076],[@B48-sensors-19-02076],[@B53-sensors-19-02076],[@B54-sensors-19-02076],[@B58-sensors-19-02076],[@B59-sensors-19-02076],[@B64-sensors-19-02076]\]. Additional sensors can be used to compensate for environmental parameters such as temperature, pressure or humidity \[[@B44-sensors-19-02076],[@B51-sensors-19-02076],[@B59-sensors-19-02076],[@B63-sensors-19-02076],[@B66-sensors-19-02076]\]. In this section, we review the performance of current topologies with a focus on miniaturized devices, based on both acoustic and optical detection.

2.1. Optical Detection {#sec2dot1-sensors-19-02076}
----------------------

Gas sensors using optical detectors, to measure $I\left( \lambda \right)$, have been successfully implemented for a variety of gases: acetone (C${}_{3}$H${}_{6}$O) \[[@B63-sensors-19-02076]\], ammonia (NH${}_{3}$) \[[@B63-sensors-19-02076]\], carbon dioxide (CO${}_{2}$) \[[@B19-sensors-19-02076],[@B40-sensors-19-02076],[@B43-sensors-19-02076],[@B47-sensors-19-02076],[@B54-sensors-19-02076],[@B58-sensors-19-02076],[@B59-sensors-19-02076],[@B61-sensors-19-02076],[@B64-sensors-19-02076],[@B73-sensors-19-02076]\], formaldehyde (CH${}_{2}$O) \[[@B48-sensors-19-02076]\], nitric oxide (NO) \[[@B53-sensors-19-02076]\], carbon monoxide (CO) \[[@B59-sensors-19-02076],[@B64-sensors-19-02076],[@B74-sensors-19-02076]\], methane (CH${}_{4}$) \[[@B56-sensors-19-02076],[@B59-sensors-19-02076],[@B60-sensors-19-02076],[@B62-sensors-19-02076],[@B64-sensors-19-02076],[@B75-sensors-19-02076],[@B76-sensors-19-02076]\], or methanol (CH${}_{3}$OH) \[[@B77-sensors-19-02076]\]. Various strategies have been implemented to fabricate gas sensors based on optical detection, [Table 1](#sensors-19-02076-t001){ref-type="table"} ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}a--c,e--g). These include designs based on tube-like gas cells formed between face-to-face configured emitters and detectors \[[@B19-sensors-19-02076],[@B43-sensors-19-02076],[@B48-sensors-19-02076],[@B53-sensors-19-02076],[@B54-sensors-19-02076],[@B58-sensors-19-02076],[@B63-sensors-19-02076],[@B75-sensors-19-02076],[@B76-sensors-19-02076],[@B77-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}a--c,e), dome-like gas cells with planar configured emitters and detectors \[[@B47-sensors-19-02076],[@B59-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}f), open cells \[[@B40-sensors-19-02076],[@B64-sensors-19-02076],[@B73-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}e), cavity-enhanced cells \[[@B56-sensors-19-02076]\], or waveguides based on evanescent-field interaction \[[@B60-sensors-19-02076],[@B61-sensors-19-02076],[@B62-sensors-19-02076]\] ([Figure 3](#sensors-19-02076-f003){ref-type="fig"}g). Different light sources have been used such as MEMS heaters \[[@B19-sensors-19-02076],[@B43-sensors-19-02076],[@B54-sensors-19-02076],[@B63-sensors-19-02076],[@B64-sensors-19-02076],[@B73-sensors-19-02076],[@B77-sensors-19-02076]\], LEDs \[[@B40-sensors-19-02076],[@B47-sensors-19-02076],[@B48-sensors-19-02076],[@B53-sensors-19-02076],[@B76-sensors-19-02076]\], distributed feedback lasers (DFBs) \[[@B62-sensors-19-02076],[@B75-sensors-19-02076]\], or QCLs \[[@B61-sensors-19-02076]\], and detectors such as photodiodes \[[@B47-sensors-19-02076],[@B48-sensors-19-02076],[@B53-sensors-19-02076],[@B62-sensors-19-02076],[@B76-sensors-19-02076]\], thermopiles \[[@B19-sensors-19-02076],[@B43-sensors-19-02076],[@B54-sensors-19-02076],[@B63-sensors-19-02076]\], pyroelectric detectors \[[@B59-sensors-19-02076],[@B64-sensors-19-02076],[@B77-sensors-19-02076]\], or photoconductive detectors \[[@B56-sensors-19-02076],[@B60-sensors-19-02076],[@B61-sensors-19-02076]\]. Thus far the most popular configuration is based on face-to-face configured tube-like cells for CO${}_{2}$ detection \[[@B19-sensors-19-02076],[@B56-sensors-19-02076],[@B60-sensors-19-02076]\]. The performance of gas sensors based on optical detection has steadily improved. [Table 1](#sensors-19-02076-t001){ref-type="table"} summarizes representative output performances. For example, sensitivities down to tens ppm \[[@B19-sensors-19-02076],[@B47-sensors-19-02076],[@B56-sensors-19-02076],[@B63-sensors-19-02076],[@B73-sensors-19-02076]\] with power consumption possibly below 10 mW \[[@B47-sensors-19-02076],[@B73-sensors-19-02076]\] or even less are now possible in compact low-cost formats \[[@B19-sensors-19-02076],[@B47-sensors-19-02076]\]. Although at the expense of a Helium--Neon (HeNe) laser, ref. \[[@B56-sensors-19-02076]\] presents a remarkably ∼25 $\mathsf{\mu}$m small MEMS optical cavity for CH${}_{4}$ detection. Note that sensors based on waveguides \[[@B60-sensors-19-02076],[@B61-sensors-19-02076],[@B62-sensors-19-02076],[@B78-sensors-19-02076]\], require external light sources and detectors and suffer from relatively low sensitivities compared to other topologies.

2.2. Acoustic Detection {#sec2dot2-sensors-19-02076}
-----------------------

Photoacoustic (PA) gas sensors are also based on the Beer--Lambert's law \[[@B9-sensors-19-02076]\], where the gas sample is excited by a light source, however, unlike sensors based on optical detection, the response signal $I\left( \lambda \right)$ (proportional to a pressure wave created by the light-gas interaction), is captured by means of acoustic detection \[[@B3-sensors-19-02076],[@B79-sensors-19-02076]\]. Because of their simplicity, and highly reliable performance, PA gas sensors are widely used. They have been implemented for a variety of gases, including: CO${}_{2}$ \[[@B15-sensors-19-02076],[@B51-sensors-19-02076],[@B68-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076],[@B81-sensors-19-02076]\], CH${}_{4}$ \[[@B44-sensors-19-02076],[@B68-sensors-19-02076],[@B69-sensors-19-02076],[@B70-sensors-19-02076],[@B71-sensors-19-02076],[@B81-sensors-19-02076]\], acetylene (C${}_{2}$H${}_{2}$) \[[@B68-sensors-19-02076],[@B82-sensors-19-02076]\], ethane (C${}_{2}$H${}_{6}$) \[[@B68-sensors-19-02076]\], CO \[[@B68-sensors-19-02076],[@B83-sensors-19-02076]\], ethylene (C${}_{2}$H${}_{4}$) \[[@B68-sensors-19-02076]\], C${}_{3}$H${}_{6}$O \[[@B67-sensors-19-02076]\] sulfur dioxide (SO${}_{2}$) \[[@B67-sensors-19-02076]\], NO \[[@B84-sensors-19-02076]\], hexane (C${}_{6}$H${}_{14}$) \[[@B7-sensors-19-02076]\], oxygen (O${}_{2}$) \[[@B72-sensors-19-02076]\], water (H${}_{2}$O) \[[@B81-sensors-19-02076]\], and nitrogen dioxide (NO${}_{2}$) \[[@B66-sensors-19-02076]\]. Sensitive methods down to few ppb trace gas detection have been reported \[[@B7-sensors-19-02076],[@B66-sensors-19-02076]\]. Various designs have been proposed, based on both resonant (R) (i.e., by tuning the emitter modulation frequency to an acoustic resonance of the cell, thus amplifying the sound signal) \[[@B7-sensors-19-02076],[@B66-sensors-19-02076],[@B67-sensors-19-02076],[@B70-sensors-19-02076],[@B71-sensors-19-02076],[@B72-sensors-19-02076],[@B81-sensors-19-02076]\], and non-resonant (NR) cells \[[@B15-sensors-19-02076],[@B44-sensors-19-02076],[@B50-sensors-19-02076],[@B51-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076],[@B82-sensors-19-02076],[@B84-sensors-19-02076]\], with light sources including LEDs \[[@B15-sensors-19-02076],[@B44-sensors-19-02076],[@B50-sensors-19-02076],[@B67-sensors-19-02076],[@B72-sensors-19-02076]\], MEMS heaters \[[@B51-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076]\], QCLs \[[@B84-sensors-19-02076]\], interband cascade lasers (ICLs) \[[@B7-sensors-19-02076],[@B71-sensors-19-02076]\], or DFBs \[[@B81-sensors-19-02076],[@B83-sensors-19-02076]\]. Various strategies have been used to implement the acoustic detector, [Table 2](#sensors-19-02076-t002){ref-type="table"}. These include designs based on gas-filled \[[@B15-sensors-19-02076],[@B44-sensors-19-02076],[@B50-sensors-19-02076],[@B51-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076],[@B85-sensors-19-02076]\], or unfilled MEMS microphones \[[@B66-sensors-19-02076],[@B67-sensors-19-02076],[@B71-sensors-19-02076],[@B72-sensors-19-02076]\], optical microphones based on Fabry--Pérot interferometers (FPIs) \[[@B68-sensors-19-02076],[@B82-sensors-19-02076]\], or quartz tuning forks (QTFs) \[[@B83-sensors-19-02076],[@B84-sensors-19-02076]\]. [Table 2](#sensors-19-02076-t002){ref-type="table"} summarizes representative operation performances. For example, sensors based on FPIs \[[@B68-sensors-19-02076],[@B82-sensors-19-02076]\] or QTFs \[[@B84-sensors-19-02076]\] feature higher sensitivities. However, these also require more expensive light sources \[[@B84-sensors-19-02076]\], and have larger form factors \[[@B68-sensors-19-02076],[@B82-sensors-19-02076],[@B84-sensors-19-02076]\]. Reference \[[@B68-sensors-19-02076]\] presents a sensor based on a thermal emitter able to detect 6 different gases (C${}_{2}$H${}_{2}$, CH${}_{4}$, C${}_{2}$H${}_{6}$, C${}_{2}$H${}_{4}$, CO and CO${}_{2}$) in the ∼3 to 10 $\mathsf{\mu}$m range, with remarkably small (sub-ppm) detection limits.

3. Path to Miniaturization and Integration {#sec3-sensors-19-02076}
==========================================

Optical gas sensors provide excellent stability, selectivity, and sensitivity \[[@B3-sensors-19-02076],[@B6-sensors-19-02076]\], being among the most reliable methods for measuring CO${}_{2}$ levels in exhale human breath \[[@B16-sensors-19-02076],[@B19-sensors-19-02076],[@B20-sensors-19-02076]\], and therefore are well suited for next generation medical and consumer electronics end-use applications. However, integration technologies that are efficient, are low-cost and can enable low-power consumption, remain the central challenges of applied modern MIR technologies \[[@B45-sensors-19-02076],[@B86-sensors-19-02076]\]. Although significant effort is being dedicated towards the miniaturization of MIR devices \[[@B15-sensors-19-02076],[@B47-sensors-19-02076]\], progress towards chip-scale, low-cost formats, most needed in a variety of applications, is still in its infancy \[[@B17-sensors-19-02076],[@B32-sensors-19-02076]\]. In this section, we review current progress towards the miniaturization and integration of optical gas sensors, and discuss current major challenges.

3.1. MIR Emitters {#sec3dot1-sensors-19-02076}
-----------------

The high-cost and limited tuning range as well as high-power consumption of current MIR sources \[[@B45-sensors-19-02076]\] (the core of an optical gas sensor), make the use of optical gas sensors with low-cost, battery-operated systems an ongoing problem, and even more so with wireless systems \[[@B15-sensors-19-02076],[@B30-sensors-19-02076]\]. For example, despite the success of QCLs in the MIR \[[@B37-sensors-19-02076],[@B38-sensors-19-02076]\], their high-cost (∼\$1000) and high-power consumption have limited their application to consumer electronics. MIR LEDs can offer lower power consumption with overall high efficiencies \[[@B39-sensors-19-02076],[@B40-sensors-19-02076]\], however, their operation above ∼5 $\mathsf{\mu}$m is challenging \[[@B45-sensors-19-02076]\] and comes at significantly increased costs (∼\$100). Nevertheless, renewed scientific interest in the miniaturization of low-cost optical gas sensors \[[@B43-sensors-19-02076],[@B54-sensors-19-02076],[@B63-sensors-19-02076]\], is being fueled by advances in silicon micromachining \[[@B36-sensors-19-02076],[@B87-sensors-19-02076]\]. Recently, membrane microhotplates based on MEMS technology \[[@B88-sensors-19-02076],[@B89-sensors-19-02076],[@B90-sensors-19-02076]\] ([Figure 4](#sensors-19-02076-f004){ref-type="fig"}), came up as compact, integrated thermal light sources \[[@B42-sensors-19-02076],[@B43-sensors-19-02076],[@B91-sensors-19-02076]\]. MEMS heaters are proven to be energy efficient \[[@B90-sensors-19-02076]\], allow for rapid modulation owing to their low thermal mass \[[@B19-sensors-19-02076],[@B90-sensors-19-02076]\], and are compatible with standard CMOS foundry processes \[[@B19-sensors-19-02076],[@B90-sensors-19-02076]\]. They are typically used with CMOS compatible thermal detectors (e.g., thermopiles \[[@B19-sensors-19-02076],[@B43-sensors-19-02076],[@B54-sensors-19-02076],[@B63-sensors-19-02076],[@B92-sensors-19-02076]\], bolometers \[[@B73-sensors-19-02076]\], or pyroelectric detectors \[[@B59-sensors-19-02076],[@B64-sensors-19-02076],[@B77-sensors-19-02076]\]), as they allow broadband MIR detection at room temperature \[[@B93-sensors-19-02076]\] with minimum manufacturing costs \[[@B36-sensors-19-02076]\]. However, standard CMOS materials exhibit inherently low MIR emissivity/absorptivity, especially for wavelengths \<8 $\mathsf{\mu}$m, which makes additional post-CMOS/MEMS blackening layers and filter elements necessary \[[@B36-sensors-19-02076]\], often needed to fulfil applications such as spectroscopy.

We have developed various CMOS microhotplates based on tungsten metallization, as well as several thermal engineering techniques to enhance and tailor their MIR proprieties, [Figure 4](#sensors-19-02076-f004){ref-type="fig"}. Tungsten is an interconnect metal found in high temperature CMOS processes, and can enable stable MIR emitters \[[@B90-sensors-19-02076]\] with excellent device reproducibility and the possibility of a wide range of on-chip circuitry, at very low cost \[[@B36-sensors-19-02076]\]. We have engineered highly efficient plasmonic metal structures to enhance the microhotplate MIR emission via excitation of surface plasmon resonances \[[@B43-sensors-19-02076]\], which can be broadly tuned by varying the structure unit cell geometry. CMOS integrated MIR emitters, with drive and temperature control, can feature membrane diameters as small as 600 $\mathsf{\mu}$m, and have ∼50 mW DC power consumption (∼1 mW optical output power), when operated at 550 ${}^{\circ}$C, with good emission for $\lambda$ \> 8 $\mathsf{\mu}$m ([Figure 4](#sensors-19-02076-f004){ref-type="fig"}a). We have also showed that the radiation properties of carbon nanotubes (CNTs) can significantly enhance both emissivity \[[@B95-sensors-19-02076]\] and absorptivity \[[@B94-sensors-19-02076]\] of MIR devices, due to their blackbody-like behaviour (nearly unity) ([Figure 4](#sensors-19-02076-f004){ref-type="fig"}b).

3.2. Spectroscopy {#sec3dot2-sensors-19-02076}
-----------------

One of the most important area of research in MIR technologies is to develop compact and affordable spectroscopic devices \[[@B17-sensors-19-02076],[@B45-sensors-19-02076]\]. This would give immediate access to a broad range of applications while at the same time supporting developments in new areas \[[@B18-sensors-19-02076]\]. Currently, on-line, real-time spectroscopic gas sensors, are used for the detection of single analytes at trace levels, or two to three species at most at the same time \[[@B59-sensors-19-02076],[@B63-sensors-19-02076],[@B64-sensors-19-02076],[@B77-sensors-19-02076]\]. Main limitations include the high-cost and limited tuning ranges of MIR sources \[[@B45-sensors-19-02076]\]. Proposed solutions for miniaturization of MIR spectrometers include linear variable optical filters \[[@B96-sensors-19-02076]\], interferometer arrays \[[@B97-sensors-19-02076]\], Fabry--Pérot interferometers (FPIs) \[[@B77-sensors-19-02076],[@B98-sensors-19-02076]\], or MEMS Fourier transform IR (FTIR)-based spectrometers \[[@B99-sensors-19-02076]\]. However, these require high-power lasers \[[@B96-sensors-19-02076],[@B97-sensors-19-02076]\], have limited tuning ranges \[[@B77-sensors-19-02076],[@B96-sensors-19-02076],[@B97-sensors-19-02076],[@B99-sensors-19-02076]\], or moving parts \[[@B77-sensors-19-02076],[@B99-sensors-19-02076]\] and have relatively high costs \[[@B77-sensors-19-02076]\]. Nondispersive gas sensors relax the requirements on the MIR light sources and detectors \[[@B3-sensors-19-02076],[@B19-sensors-19-02076],[@B73-sensors-19-02076]\], hence exploiting standard CMOS processes is an attractive route towards the fabrication of low-cost integrated thermal emitters and detectors \[[@B36-sensors-19-02076]\]. For this reason, membrane MEMS devices emerged as MIR light sources \[[@B36-sensors-19-02076],[@B89-sensors-19-02076],[@B90-sensors-19-02076],[@B91-sensors-19-02076]\] and detectors \[[@B92-sensors-19-02076],[@B100-sensors-19-02076],[@B101-sensors-19-02076]\], with various thermal engineering techniques, e.g., based on: photonic crystals \[[@B55-sensors-19-02076]\], multi-quantum well structures \[[@B102-sensors-19-02076]\], resonant-cavities \[[@B103-sensors-19-02076]\], carbon nanoparticle adlayers \[[@B94-sensors-19-02076],[@B95-sensors-19-02076]\], and plasmonic metamaterials \[[@B42-sensors-19-02076],[@B43-sensors-19-02076]\]. Among these, the overall broadband emission enhancement (almost unity) offered by carbon-based nanomaterial adlayers \[[@B94-sensors-19-02076],[@B95-sensors-19-02076]\], are of particular interest for spectroscopy. Plasmonic/metamaterial concepts \[[@B42-sensors-19-02076],[@B43-sensors-19-02076]\] can be successfully applied to nondispersive sensors \[[@B54-sensors-19-02076]\], based on both MEMS thermal emitters \[[@B43-sensors-19-02076],[@B63-sensors-19-02076]\] and detectors \[[@B54-sensors-19-02076]\], to enable wavelength tailored single- and multi-band \[[@B104-sensors-19-02076]\], as well as polarization- and angle-independent \[[@B105-sensors-19-02076]\] operation. In absence of these optical engineering approaches, CMOS MIR thermal devices have shown poor/non-optimal spectral performance exclusively defined by the used material proprieties \[[@B92-sensors-19-02076],[@B94-sensors-19-02076],[@B95-sensors-19-02076]\].

We have developed a filter-free technique for the detection of CO${}_{2}$ based on CMOS plasmonic emitters and detectors \[[@B54-sensors-19-02076]\] ([Figure 5](#sensors-19-02076-f005){ref-type="fig"}), that could be applied for spectroscopic detection across the entire MIR spectrum. The detector signal is computed differentially between the plasmonic and non-plasmonic cells as shown in [Figure 5](#sensors-19-02076-f005){ref-type="fig"}b. Note that except for the plasmonic layer, the two integrated detector cells are identical. The differential signal has a peak around 4.26 $\mathsf{\mu}$m in the CO${}_{2}$ detection range and low absorptivity at other wavelengths. More recently, arrays of wavelength-dependent detectors, based on similar plasmonic/metamaterial thermal engineering concepts have been proposed \[[@B106-sensors-19-02076],[@B107-sensors-19-02076],[@B108-sensors-19-02076]\], to enable spectroscopic detection across various bands in the MIR.

3.3. Acoustic vs. Optic Detection {#sec3dot3-sensors-19-02076}
---------------------------------

Compared to traditional nondispersive gas sensors, PA gas sensors present several advantages. They do not require optical detectors and are wavelength independent. The absorbed light, $\sim I\left( \lambda \right) \sim c$, is measured directly (i.e., not relative to a background), meaning PA is highly accurate, with very little instability \[[@B3-sensors-19-02076],[@B79-sensors-19-02076]\]. Other advantages include smaller (sub-cm \[[@B51-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076]\]) optical pathlengths, *l*, and more robust setups \[[@B3-sensors-19-02076],[@B44-sensors-19-02076]\]. Among these, non-resonant PA gas sensors are more stable, feature lower modulating frequencies and require smaller volumes and pathlengths, hence are less susceptible to noise \[[@B15-sensors-19-02076],[@B44-sensors-19-02076],[@B50-sensors-19-02076],[@B51-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076],[@B82-sensors-19-02076],[@B84-sensors-19-02076]\]. Resonant PA sensors can, however, offer higher sensitivities, but their stability is affected by environmental parameters, such as temperature and pressure \[[@B7-sensors-19-02076],[@B66-sensors-19-02076],[@B67-sensors-19-02076],[@B70-sensors-19-02076],[@B71-sensors-19-02076],[@B72-sensors-19-02076],[@B81-sensors-19-02076]\]. Despite these benefits, only recently efforts towards non-resonant PA gas sensor miniaturization have been reported, e.g., based on thermal emitters \[[@B51-sensors-19-02076],[@B69-sensors-19-02076],[@B80-sensors-19-02076]\], and LEDs \[[@B15-sensors-19-02076],[@B44-sensors-19-02076],[@B50-sensors-19-02076]\] in combination with microphones, or LEDs and QTFs \[[@B109-sensors-19-02076]\]. Among these, sensors based on highly-sensitive MEMS microphones (employed to detect pressure pulses modulated at audio frequencies) are easy to integrate \[[@B110-sensors-19-02076]\], and offer sensitivities down to ∼tens ppm \[[@B15-sensors-19-02076],[@B67-sensors-19-02076],[@B80-sensors-19-02076]\], with overall small power consumption \[[@B50-sensors-19-02076]\], and form factor \[[@B44-sensors-19-02076],[@B50-sensors-19-02076]\]. PA is unique since it is a direct monitor of a sample nonradiative relaxation channels and, hence, complements absorption spectroscopic techniques \[[@B9-sensors-19-02076]\]. Although PA spectra can be recorded by measuring the sound at different wavelengths of light \[[@B79-sensors-19-02076]\], it requires tunable or multiple MIR sources centred at specific wavelengths, which are not available at low-cost and/or low-power consumption \[[@B45-sensors-19-02076]\]. On the other hand, spectroscopic detection techniques based on arrays of plasmonic detectors \[[@B54-sensors-19-02076],[@B106-sensors-19-02076],[@B107-sensors-19-02076],[@B108-sensors-19-02076]\] can be achieved at very low cost and minimum power consumption.

3.4. Electronics and Signal Processing {#sec3dot4-sensors-19-02076}
--------------------------------------

Optical gas sensors require signal amplification and processing techniques to increase their signal-to-noise ratio. A common technique relies on lock-in amplification \[[@B19-sensors-19-02076],[@B65-sensors-19-02076]\], where the sensor response signal is recovered from noise by extracting it at a specific reference frequency, typically used to modulate the emitter (e.g., light pulses). Bench-top lock-in amplifiers are widely used in optical gas sensor setups \[[@B60-sensors-19-02076],[@B61-sensors-19-02076],[@B66-sensors-19-02076],[@B68-sensors-19-02076],[@B70-sensors-19-02076],[@B71-sensors-19-02076],[@B81-sensors-19-02076],[@B82-sensors-19-02076],[@B84-sensors-19-02076]\], however, they are not suitable for use with portable sensing devices, and even less so with integrated circuits (ICs). Miniaturized, IC-based lock-in amplifiers can be used to implement optical gas sensors, with relatively good performance \[[@B19-sensors-19-02076]\]. Other techniques include the use of digital signal processors (DSPs) based on microcontrollers (MCUs) \[[@B43-sensors-19-02076],[@B75-sensors-19-02076],[@B80-sensors-19-02076]\] or field programmable gate arrays (FPGAs) \[[@B7-sensors-19-02076]\]. MCU-implemented digital lock-in amplifiers \[[@B43-sensors-19-02076],[@B75-sensors-19-02076],[@B80-sensors-19-02076]\], or fast Fourier transform (FFT)-based techniques \[[@B44-sensors-19-02076],[@B69-sensors-19-02076]\], are increasingly used. An integrated optical gas sensor concept is shown in [Figure 6](#sensors-19-02076-f006){ref-type="fig"}.

4. Outlook {#sec4-sensors-19-02076}
==========

Optical gas sensors based on MIR absorption spectroscopy offer excellent stability, selectivity, and sensitivity for a growing number of potential applications. Experimental setups that combine low-cost and low-power consumption emitters and detectors, are attractive prospects for battery-operated mobile devices and networks. CMOS-based technologies increase device fabrication flexibility, in addition to having economic advantages. Among various configurations, sensors based on dome-like gas cells \[[@B44-sensors-19-02076],[@B47-sensors-19-02076],[@B50-sensors-19-02076],[@B59-sensors-19-02076]\], allow for planar integration of emitters and detectors, and could be used to further reduce their size. The main challenge is the relatively small pathlengths, *l*, which can be addressed by further device optimization, e.g., based on multi-pass designs \[[@B57-sensors-19-02076],[@B74-sensors-19-02076],[@B111-sensors-19-02076]\], or use of photonic crystals \[[@B55-sensors-19-02076],[@B112-sensors-19-02076]\] or optical cavities \[[@B56-sensors-19-02076]\] for enhanced absorption. More recently, photoacoustic gas sensors, based on low-cost commercially available MEMS microphones have emerged as simple, compact, and highly reliable devices \[[@B15-sensors-19-02076],[@B50-sensors-19-02076]\].

Most current MIR light sources are expensive and suffer from high-power consumption \[[@B45-sensors-19-02076]\]. MEMS microhotplates have clear advantages in terms of costs, and could potentially (given their full CMOS compatibility) enable sensors with costs below \$1. In addition, they have been demonstrated at various wavelengths in the MIR \[[@B43-sensors-19-02076],[@B54-sensors-19-02076]\], with power-consumption possibly below 1 mW. In principle, optical gas sensors based on plasmonic microhotplates could operate across the entire MIR range with relatively high performance \[[@B68-sensors-19-02076]\]. The integration of nanostructures and nanomaterials in MEMS silicon technology could, in principle, produce novel broadband MIR tunable sources. The recent demonstration of a filter-free gas sensor shows the possibility of using this approach for a broad spectral range \[[@B54-sensors-19-02076]\]. These integration technologies could be applied to various gas sensor designs, based on both optical and acoustic detection.
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![Mid-infrared absorption spectra of selected molecules with their relative intensities. H${}_{2}$O: water; CO${}_{2}$: carbon dioxide; CO: carbon monoxide; NO: nitric oxide; NO${}_{2}$; nitrogen dioxide; CH${}_{4}$: methane; O${}_{3}$: oxygen; NH${}_{3}$: ammonia. Source: HITRAN \[[@B10-sensors-19-02076]\].](sensors-19-02076-g001){#sensors-19-02076-f001}

![Optical gas sensor based on the Beer--Lambert's law. (**a**) No signal detected when the emitter is off. (**b**) The detected signal is at a maximum when the emitter is on and no gas is present, and is decreasing (**c**) with the gas concentration, *c*, when the gas is present.](sensors-19-02076-g002){#sensors-19-02076-f002}

![Optical gas sensors topologies. Most commonly used sensors rely on gas cells formed between face-to-face configured emitters and detectors. (**a**) Light can be filtered prior interaction with the gas. An external reference detector can be used to compensate for changes in the emitted light \[[@B53-sensors-19-02076]\]. (**b**) Dual detector configuration, with \[[@B48-sensors-19-02076],[@B58-sensors-19-02076]\] or without \[[@B54-sensors-19-02076]\] filters. (**c**) The gas cell can be reduced by increasing the light-gas interaction, e.g., by using photonic crystals \[[@B55-sensors-19-02076]\], optical cavities \[[@B56-sensors-19-02076]\], multi-pass cells \[[@B57-sensors-19-02076]\], or gas enrichment layers \[[@B58-sensors-19-02076]\]. (**d**) Photoacoustic cell. Acoustic waves created by light-gas interaction are detected by a microphone. It can be resonant \[[@B67-sensors-19-02076]\] or non-resonant \[[@B68-sensors-19-02076]\]. (**e**) Open cell configuration, using either dual optical detection \[[@B64-sensors-19-02076]\] or microphones sealed with target gases \[[@B69-sensors-19-02076]\]. (**f**) Cell with emitter and detector in planar configuration. Multiple optical detectors with filters in the range of interest can be used \[[@B59-sensors-19-02076]\], or microphones sealed with target gases \[[@B44-sensors-19-02076]\]. (**g**) Waveguide sensors based on evanescent field interaction \[[@B60-sensors-19-02076],[@B61-sensors-19-02076],[@B62-sensors-19-02076]\] require optical coupling with both emitters and detectors. (**h**) Dual photoacoustic cell with reference microphone \[[@B70-sensors-19-02076],[@B71-sensors-19-02076],[@B72-sensors-19-02076]\].](sensors-19-02076-g003){#sensors-19-02076-f003}

![(**a**) Complementary metal-oxide semiconductor (CMOS) integrated plasmonic microhotplate with drive and temperature control. (**b**) Mid-infrared spectra of carbon nanotubes (CNT)-coated and uncoated devices \[[@B94-sensors-19-02076]\].](sensors-19-02076-g004){#sensors-19-02076-f004}

![(**a**) Differential filter-free detection, and (**b**) spectral response. Adapted from ref. \[[@B54-sensors-19-02076]\].](sensors-19-02076-g005){#sensors-19-02076-f005}

![Integrated optical gas sensor concept. Planar integration of emitters and detectors within the same micro-electro-mechanical systems (MEMS) chip, facing an optimized multi-reflection elliptic mirror (gas cell). The sensor signal can be enhanced with an on-chip amplifier and have the first analogue processing level done on-chip with more complex signal processing done externally through the use of an application-specific integrated circuit (ASIC). The MEMS and ASIC chips are attached via face-to-face flip-chip bonding.](sensors-19-02076-g006){#sensors-19-02076-f006}

sensors-19-02076-t001_Table 1

###### 

Gas sensors based on optical detection. $\lambda$: operating wavelength; *l*: optical path; MEMS: micro-electro-mechanical systems; FF: face-to-face; //: unreported; LED: light emitting diode; DFB: distributed feedback laser; QCL: quantum cascade laser; MCT: mercury cadmium telluride; WG: waveguide; C${}_{3}$H${}_{6}$O: acetone; NH${}_{3}$: ammonia; CO${}_{2}$: carbon dioxide; CH${}_{2}$O: formaldehyde; NO: nitric oxide; CO: carbon monoxide; CH${}_{4}$: methane; C${}_{2}$H${}_{4}$O${}_{2}$: methyl formate; CH${}_{3}$OH: methanol.

  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Emitter   Detector       $\mathbf{\mathbf{\lambda}}$\   *l*\     Gas Detected                  Detection Limit\   Topology\   Power Consumption\   Ref.
                           \[$\mathbf{\mathbf{\mu}}$m\]   \[cm\]                                 \[ppm\]            (cell)      \[mW\]               
  --------- -------------- ------------------------------ -------- ----------------------------- ------------------ ----------- -------------------- -----------------------------
  MEMS      Thermopile     8.26                           10       C${}_{3}$H${}_{6}$O           50                 FF          //                   

  heater                   10.6                                    NH${}_{3}$                    10                                                  \[[@B63-sensors-19-02076]\]

  LED       Photodiode     4.26                           //       CO${}_{2}$                    //                 Planar      35                   

                                                                                                                    (dome)                           \[[@B47-sensors-19-02076]\]

  MEMS      Bolometer      4.26                           8        CO${}_{2}$                    30                 Planar      45                   

  heater                                                                                                            (open)                           \[[@B73-sensors-19-02076]\]

  LED       Photodiode     0.34                           19.5     CH${}_{2}$O                   4.3                FF          //                   \[[@B48-sensors-19-02076]\]

  LED       Photodiode     0.226                          50       NO                            2                  FF          //                   \[[@B53-sensors-19-02076]\]

  DFB       //             1.65                           20       CH${}_{4}$                    11                 FF          //                   \[[@B75-sensors-19-02076]\]

  MEMS      Pyroelectric   4.65                           39.3     CO                            8.8                Planar      //                   

  heater                   4.26                                    CO${}_{2}$                    8.7                (open)                           

                           3.31                                    CH${}_{4}$                    10.3                                                \[[@B64-sensors-19-02076]\]

  MEMS      Thermopile     4.26                           8        CO${}_{2}$                    50                 FF          350                  

  heater                                                                                                                                             \[[@B19-sensors-19-02076]\]

  //        //             4.26                           0.5      CO${}_{2}$                    ∼400               FF          //                   \[[@B58-sensors-19-02076]\]

  HeNe      PbSe           3.4                            0.15     CH${}_{4}$                    //                 Cavity      //                   

  laser                                                                                                             (∼25 μm)                         \[[@B56-sensors-19-02076]\]

  Lamp      Pyroelectric   4.66                           2.6      CO                            //                 Planar      //                   

                           4.26                                    CO${}_{2}$                                       (dome)                           

                           3.33                                    CH${}_{4}$                                                                        \[[@B59-sensors-19-02076]\]

  MEMS      Thermopile     4.26                           7.5      CO${}_{2}$                    //                 FF          ∼80                  

  heater                                                                                                                                             \[[@B43-sensors-19-02076]\]

  AlInSb    InSb           4.2                            8        CO${}_{2}$                    1000               Planar      //                   

  LED                                                                                                               (open)                           \[[@B40-sensors-19-02076]\]

  MEMS      Thermopile     4.26                           7        CO${}_{2}$                    //                 FF          ∼50                  

  heater                                                                                                                                             \[[@B54-sensors-19-02076]\]

  LED       Photodiode     1.66                           12       CH${}_{4}$                    100                FF          //                   

            (InGaAs)                                                                                                                                 \[[@B76-sensors-19-02076]\]

  MEMS      Pyroelectric   8.4                            30       C${}_{2}$H${}_{4}$O${}_{2}$   165                FF          //                   

  heater                   9.6                                     CH${}_{3}$OH                  184                                                 \[[@B77-sensors-19-02076]\]

  Laser     PbTe           3.31                           0.5      CH${}_{4}$                    1000               WG          //                   \[[@B60-sensors-19-02076]\]

  QCL       MCT            4.23                           1        CO${}_{2}$                    5000               WG          //                   \[[@B61-sensors-19-02076]\]

  DFB       InGaAs         1.65                           10       CH${}_{4}$                    100                WG          //                   \[[@B62-sensors-19-02076]\]
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

sensors-19-02076-t002_Table 2

###### 

Gas sensors based on acoustic detection. F-MEMS: gas filled-MEMS; FPI: Fabry--Pérot interferometer; ICLED: interband cascade light emitting device; QTF: quartz tuning fork; ICL: interband cascade laser; NR: non-resonant; R: resonant; //: unreported; CO${}_{2}$: carbon dioxide; CH${}_{4}$: methane; C${}_{2}$H${}_{2}$: acetylene; C${}_{2}$H${}_{6}$: ethane; CO: carbon monoxide; C${}_{2}$H${}_{4}$: ethylene; C${}_{3}$H${}_{6}$O: acetone; SO${}_{2}$: sulfur dioxide; NO: nitric oxide; C${}_{6}$H${}_{14}$: hexane; O${}_{2}$: oxygen; H${}_{2}$O: water; NO${}_{2}$: nitrogen dioxide.

  --------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Emitter   Detector     $\mathbf{\mathbf{\lambda}}$\   *l*\     Gas Detected          Detection Limit\    Cell     Power Consumption\   Ref.
                         \[$\mathbf{\mathbf{\mu}}$m\]   \[cm\]                         \[ppm\]                      \[mW\]               
  --------- ------------ ------------------------------ -------- --------------------- ------------------- -------- -------------------- -----------------------------
  LED       F-MEMS       4.2                            3        CO${}_{2}$            50                  NR       //                   

            microphone                                                                                                                   \[[@B15-sensors-19-02076]\]

  LED       F-MEMS       3.4                            1.2      CH${}_{4}$            2500                NR       //                   

            microphone                                                                                                                   \[[@B44-sensors-19-02076]\]

  MEMS      F-MEMS                                      0.44     CO${}_{2}$            //                  NR       //                   

  heater    microphone                                  0.64     CH${}_{4}$                                                              \[[@B69-sensors-19-02076]\]

  LED       F-MEMS       4.3                            1.2      CO${}_{2}$            100                 NR       48                   

            microphone                                                                                                                   \[[@B50-sensors-19-02076]\]

  Thermal   Diaphragm    3.05                           //       C${}_{2}$H${}_{2}$    0.11                NR       //                   

  emitter   FPI          3.22                                    CH${}_{4}$            0.21                                              

                         3.37                                    C${}_{2}$H${}_{6}$    0.13                                              

                         4.26                                    CO${}_{2}$            0.48                                              

                         4.68                                    CO                    0.15                                              

                         10.68                                   C${}_{2}$H${}_{4}$    0.16                                              \[[@B68-sensors-19-02076]\]

  LED       MEMS         0.285                          15       C${}_{3}$H${}_{6}$O   40                  R        //                   

            microphone                                           SO${}_{2}$            2                                                 \[[@B67-sensors-19-02076]\]

  Laser     Cantilever   1.53                           2        C${}_{2}$H${}_{2}$    0.015               NR       //                   

            FPI                                                                                                                          \[[@B82-sensors-19-02076]\]

  ICLED     Microphone   3.2                            11       CH${}_{4}$            3.6                 R        //                   \[[@B70-sensors-19-02076]\]

  QCL       QTF          5.26                           19.3     NO                    0.004               Cavity   //                   \[[@B84-sensors-19-02076]\]

  LED       MEMS         0.76                           //       O${}_{2}$             //                  R        //                   

            microphone                                                                                                                   \[[@B72-sensors-19-02076]\]

  MEMS      F-MEMS                                      0.38     CO${}_{2}$            200                 NR       //                   

  heater    microphone                                                                                                                   \[[@B51-sensors-19-02076]\]

  MEMS      F-MEMS                                      0.5      CO${}_{2}$            50                  NR       //                   

  heater    microphone                                                                                                                   \[[@B80-sensors-19-02076]\]

  ICL       MEMS         3.36                           //       CH${}_{4}$            0.32                R        //                   

            microphone                                                                                                                   \[[@B71-sensors-19-02076]\]

  ICL       Microphone   3.38                           ∼1       C${}_{6}$H${}_{14}$   0.4\*10${}^{- 3}$   R        //                   \[[@B7-sensors-19-02076]\]

  DFB       Microphone   2                              12       CO${}_{2}$            12                  R        //                   

                         1.6                            11       CH${}_{4}$            0.2                                               

                         1.4                            10       H${}_{2}$O            0.1                                               \[[@B81-sensors-19-02076]\]

  DFB       QTF          2.33                           ∼3       CO                    0.021               NR       4200                 \[[@B83-sensors-19-02076]\]

  DFB       MEMS         1.5                            3        C${}_{2}$H${}_{2}$    0.03                NR       //                   

            microphone                                                                                                                   \[[@B57-sensors-19-02076]\]

  Laser     MEMS         0.450                          38.7     NO${}_{2}$            33\*10${}^{- 6}$    R        //                   

            microphone                                                                                                                   \[[@B66-sensors-19-02076]\]
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------
